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The Language of Time Sharing 

A computer language designed for the beginner and the once-in-a-while 
programmer, BASIC is powerful, yet easy to learn. Try it and see. 

By Gerald L. Peterson 



Since the invention of the first electronic com- 
puter some 20 years ago, men have been searching for 
better ways to communicate with these wonderful think- 
ing machines. One approach has been to design computer 
languages that can be easily understood both by men and 
by computers. The most successful of these languages 
has been FORTRAN, in which computations and pro- 
gram steps are specified using a mixture of English and 
algebra. Other languages, such as ALGOL and PL-1, 
while not as widely used as FORTRAN, are good exam- 
ples of how computer languages are evolving; they are 
becoming more flexible and they are putting more pow- 
erful features at the user's disposal. 

Unfortunately, the built-in flexibility and power of 
these languages gives them an inherent disadvantage for 
the 'once-in-a-while' programmer. Generally speaking, 
the more flexible a language becomes, the more conven- 
tions and options a person has to remember to use the 
language efficiently. Often a user finds that, even though 
he has once mastered the language, if he hasn't used it 
for a few months he will have forgotten the many rules 
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necessary to write a working program, and will essen- 
tially have to relearn the language. What's more, most 
programs are run today in 'batch' mode; the program- 
mer leaves his program at the computation center with 
hundreds of other programs and returns several hours 
later to claim the results of his run. Often a simple error 
or two has kept his program from executing correctly, 
and he has to repeat the cycle. For the beginning pro- 
grammer, this can be particularly frustrating. 

Time Sharing 

In the past five years, a new phenomenon called time 
sharing has appeared on the computer scene. The time- 
sharing system is a complex system of computer hard- 
ware and specialized software which allows several users 
to sit at typewriter-like terminals and communicate with 
the computer simultaneously. These terminals may be 
coupled to a central computer many miles away through 
telephone circuits. A user sitting at his terminal has the 
illusion that he has the computer to himself, even though 
the computer is miles away and several other people are 
using it at the same time. 

With time sharing, almost anyone can have access to a 
computer. However, the computational power available 
through time sharing isn't really useful to someone who 
can't write programs. To make this computational power 
useful to large numbers of people, simpler computer 
languages had to be developed. 

Several time-sharing languages have now been de- 
signed. These languages are not only easy to learn but 
also conversational, that is, the user can interact with his 
program and with the time-sharing system from the re- 
mote terminal. The time-sharing system checks the pro- 
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gram for errors as soon as it is composed; then, after it is 
'debugged] it may be run immediately and the answers 
obtained. 

BASIC 

The conversational language that has proved most pop- 
ular is called BASIC. It was developed at Dartmouth 
College. In September of 1963, Professors John G. Kem- 
eny and Thomas E. Kurtz of Dartmouth launched a 
project that was to have a major effect on the computer 
industry. The project, which was supported in part by 
the National Science Foundation, was to build and oper- 
ate a time-sharing system using General Electric Com- 
pany computers and a language that was to be developed 
at Dartmouth as part of the project. Two short-term goals 
were in mind at the beginning of the program; the first 
was to introduce the computer to a majority of the stu- 
dents at Dartmouth, and the second was to make the 
computer more readily accessible to the faculty. 

Work began on the project and by the spring of 1964, 
BASIC, the 'Beginner's All-purpose Symbolic Instruction 
Code] was born. Students and faculty alike used the new 
system so enthusiastically that four years later, in their 
final report on the Dartmouth Time Sharing Computing 
System, dated June 1967, Kemeny and Kurtz reported 
that they had introduced some 2000 students to BASIC 
and to the computer, and that 40% of the faculty used 
the system for a wide variety of projects. 

The underlying motivation for the Dartmouth project 
went somewhat deeper than the short-term goals indicate. 
With the increased dependence of our modern society on 
computers, it is vitally important that the typical attitude 



of the intelligent person toward computers be changed. 
This attitude, a kind of superstitious awe of the machine, 
can best be dispelled by having people use the computer 
to solve day-to-day problems, whether they be large or 
small. The prerequisite to doing this is to have the com- 
puter easily accessible and easily programmable. 

At Dartmouth this has been achieved. Even the proj- 
ect directors admit to a major change in their approach to 
computers. They have learned to work with the computer 
in solving a problem, instead of just submitting a problem 
to the computer for machine solution. 

One factor responsible for the success of the Dart- 
mouth project was the time-sharing concept. However, 
the major factor was the easy-to-use language, BASIC. 

BASIC was originally designed to be such a simple 
language that students could learn to do useful things 
with it after two one-hour lectures. The language has 
since been expanded into a more powerful, general -pur- 
pose programming language, but the simple core has been 
retained. The novice can use the simple statements of ele- 
mentary BASIC whether or not he is aware of the addi- 
tional features available to the more expert programmer. 

How to Speak BASIC 

The best way to learn BASIC is to sit down at the 
teletypewriter, Fig. 1 , and do some BASIC programming. 
The teletypewriter keyboard is similar to a typewriter's, 
but there are no lower-case letters. On some teletype- 
writers, zeros have a slash through them to differentiate 
them from the letter 'oh! There is no backspace key, but 
BASIC does allow the programmer to correct errors as 
he types. Typing a left arrow (<— ) effectively backspaces 
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Fig. 1. The computer and the BASIC programmer talk to each other via the teletypewriter. 



the teletypewriter one space. For example: 

1 10 FER--OR I = 1 TO 10 

would be recognized as 

1 10 FOR I = 1 TO 10 

Hitting the key marked RETURN signifies the end of the 
statement and returns the teletypewriter to the left edge 
of the paper; the computer will send a LINE FEED to 
the teletypewriter to advance the paper one line and indi- 
cate that it is ready for the next statement. 

Here is an example of a simple program in BASIC; 
it's a program for calculating the hypotenuse of a right 
triangle. 

10 let x = 5 

20 LET Y = 10 

30 LET HI = SQR(Xt2+Yt2) 

40 PRINT "THE HYPOTENUSE IS", HI 

50 END 



Two things are immediately evident in this complete 
BASIC program. The first is that all statements begin 
with a number which serves to identify that particular 
statement and shows the position of that statement in re- 
lation to the rest of the program statements. Second, the 
statement itself, which follows the statement number, 
always begins with an English word that serves to iden- 
tify what type of statement it is. 

Statements need not be entered in order as the program 
is composed, but when the program is executed the state- 
ments will be executed in order of ascending statement 
numbers. Experienced programmers usually choose state- 
ment numbers which are multiples of five or ten; this is 
to leave room for inserting additional statements later, 
should they be needed. 

A statement can be deleted from a program by typing 
the statement number and then hitting the RETURN key. 

Variables, Constants, and Functions 

There are three variables in the above program: X, Y, 
and HI . A variable may be named in BASIC with a single 
letter of the alphabet or with a letter of the alphabet fol- 
lowed by a single digit, through 9. 

The three constants in the program (2, 5, and 10) all 
happen to be integers. However, decimal fractions may 
also be used as constants, and very large or very small 
numbers may be entered in 'E' format. For instance, 1.2 
E6 is equivalent to 1.2 X 10" or 1,200,000, and 2E-3 is 
equivalent to 2 X 10 s or 0.002. 

Within the parentheses of statement 30 are the opera- 
tions f and -|— Since there is no way of writing X 2 on 
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10 LET X = 5 




20 LET Y = 10 




30 LET HI = SQR(Xt2+Yt2) 




40 PRINT "THE HYPOTENUSE IS", HI 




50 END 




RUN 




THE HYPOTENUSE IS 11 


.1803 


READY 


J 





Fig. 2. A complete BASIC program and computer solu- 
tion. This program finds the hypotenuse of a right tri- 
angle whose sides are 5 and 10. 



the teletypewriter the symbol j was chosen to signify ex- 
ponentiation. Thus Xf 2 means X 2 . The + sign, of 
course, signifies addition. The arithmetic operators in 
BASIC are: 



* multiplication 
/ division 



-\- addition 
— subtraction. 



The letters SQR in statement 30 identify one of the ten 
standard functions in BASIC, the square root function. 
The other functions available to the programmer are: 



SIN (X) 


Sine of X 


COS (X) 


Cosine of X 


TAN (X) 


Tangent of X 


ATN (X) 


Arc tangent of X 


EXP (X) 


e x 


LOG (X) 


Natural logarithm of X 


ABS (X) 


A bsolute value of X 


INT (X) 


Integer part of X 


SGN (X) 


Sign of X. 



The arguments of these functions may be variables, con- 
stants, or a combination of variables, constants, and 
operators. 

Types of Statements 

What types of statements are allowed in BASIC? Ac- 
tually, there are not very many; this is what makes BASIC 
easy to learn. In the example program there are three: 
LET, PRINT, and END. 

The LET Statement: The form of this statement is: 
LET <.variable> = <expression>. 

When a LET statement is executed the variable on the 
left side of the equals sign is assigned the value of the 
expression on the right side. In the sample program LET 
statements are used to assign the values 5 and 10 to X 
and Y; then HI is assigned the value yL25- 



~\ 



10 READ X>Y 

20 PRINT "THE HYPOTENUSE I S"» SQRC Xt2+Y»2 ) 

30 GO TO 10 

40 DATA 1, 1» 5» 10.3* 4 

50 END 



RUN 

THE HYPOTENUSE IS 

THE HYPOTENUSE IS 

THE HYPOTENUSE IS 

ERROR 56 IN LINE 

V 



1 .41421 
1 1 . 1803 
5 



10 



expression \ 


, expression 


or \ 


/ or 


message ' 


\ message 



Fig. 3. The hypotenuse program modified to compute the 
hypotenuses of three right triangles having sides (1, 1), 
(5, 10), and (3, 4). The error message indicates that the 
program ran out of data. 



The PRINT Statement: This statement causes the system 
to print output from the program on the teletypewriter. 
Its general form is: 



PRINT 



To print a message we simply enclose the message within 
quotation marks in the PRINT statement. We may print 
the value of any variable, constant, or formula by includ- 
ing it in the PRINT statement. Thus, in executing the 
example program, the system will first print the message, 
THE HYPOTENUSE IS, and then the value of the 
variable HI. The word PRINT followed by no list of 
parameters causes the teletype to space one line upon 
execution. 

The END Statement: Every BASIC program must have 
an END statement and it must have the largest state- 
ment number of any in the program. 

Running the Program 

To run the sample program we first get the system's 
attention, using whatever procedure is appropriate to the 
particular system. When the system is ready to receive 
inputs, it types READY. We then type in the program, 
as listed above. After the END statement, we type RUN. 
The results are shown in Fig. 2. 

More Statements 

Let us now change the example program slightly to 
demonstrate some new statements. 



10 READ XjY 

20 PRINT "THE HYPOTENUSE I S", SQRC Xt 2+ Y'2 > 

30 GO TO 10 

40 DATA 1> 1» 5* 10. 3* 4 

50 END 



The GO TO Statement: This statement alters the normal 
sequential execution of program statements and trans- 
fers control to a specified statement number. The gen- 
eral form is: 

GO TO -^statement number> . 

In the example, the GO TO statement starts the pro- 
gram over again by transferring control to line 10 after 
the answer is printed. 

READ and DATA Statements : The general form of these 
statements is: 

READ <variable list> 
DATA <Cnumber list>. 

Whenever a READ statement is used in a program there 
must be at least one DATA statement in the program. 
When the first READ statement is executed, the first 
number in the lowest numbered DATA statement is as- 
signed to the first variable in the READ list, the second 
number to the second variable, and so on until the READ 
variable list is satisfied. Subsequent READ statements 
will begin reading data where the previous READ left 
off. In the example, the program would execute state- 
ments 10 through 30 three times, using X and Y values 
of (1,1), (5,10), and (3,4). On the fourth attempt to 
read data, no more data would be found and the pro- 
gram would halt; the system would print a diagnostic 
message to indicate that the program ran out of data. 

The RESTORE Statement: This statement, which isn't 
illustrated in the example program, is used whenever it 
is necessary to read the same data more than once in a 
program. When the statement 

RESTORE 

appears in a program, a subsequent READ statement will 
cause the computer to begin reading the data all over 
again starting with the first number of the first DATA 
statement. 

Fig. 3 shows the results of running the second example 
program. 

Inputs, Branches, and Loops 

The INPUT Statement: This statement is used when the 
programmer wants to input numbers into his program 
from the keyboard as the program executes. The general 
form is: 

>. 



INPUT <Cvariable, variable, . 

Let us use this statement to write a program that inputs 
initial and final values for a table of numbers. The pro- 



10 PRINT "INPUT INITIAL AND FINAL VALUES" 

20 INPUT I.F 

30 IF I<0 THEN 10 

40 FOR J = I TO F 

50 PRINT J. Jt2.SQRC J> 

60 NEXT J 

70 GO TO 10 

80 END 



RUN 

INPUT INITIAL AND FINAL VALUES 

?1,5 

1 

2 

3 

4 

5 
INPUT INITIAL AND FINAL VALUES 
? 



1 
4 
9 

16 
25 
AND FINAL 



1 

1 . 4 1 42 1 

1 .73205 

2 

2.23607 



J 



Fig. 4. This program asks the operator for initial and final 
values of a sequence of integers, then prints the integers 

and fh&ir snuares and snuare rnnt<z 



vuiues ui a sequence ui miegers, int 
and their squares and square roots. 



/^ 



10 

20 

30 

40 

50 

60 

70 

80 

90 

100 

1 10 

RUN 
73 

33 

11 . 



READY 



DIM AC3.33.BC3. 3J.CC3. 1 J.XC3. U 
MAT READ A 



~\ 



DATA 

DATA 

DATA 

MAT 

DATA 

MAT B= 

MAT X= 

MAT 

END 



1.-2,-2 
1. 1, 1 
1. 1.-6 
READ C 
-15. 117, 

INVCA) 

B*C 

PRINT > 



40 



J 



Fig. 5. Matrix operations are a powerful feature of BASIC. 
Here some of them are used to solve a set of simultane- 
ous equations (see text). 



gram will check that the initial value is non-negative and 
then print the numbers, their squares, and their square 
roots. 

10 PRINT "INPUT INITIAL AND FINAL VALUES" 

20 INPUT I.F 

30 IF I<0 THEN 10 

40 FOR J = I TO F 

50 PRINT J. Jt2,SQR< J> 

60 NEXT J 

70 GO TO 10 

80 END 

When statement 20 of this program is executed the tele- 
typewriter will type a question mark, indicating that in- 
put is to be typed. We respond with two numbers sep- 
arated by a comma, then press the RETURN key. The 
program then continues. 

The IF-THEN Statement: This statement tests for equal- 
ity or inequality between two expressions and transfers 
control depending on whether the test is true or false. 
The general form is: 

IF -^expressions relational operator <CexpressionS 
THEN <Cstatement number's . 

The relational operators allowed are: 
< less than 
> greater than 

< = less than or equal 

> = greater than or equal 
= equal 

< > not equal (some systems use #) 

If the test is true, control will transfer to the statement 
number following the THEN. If the test is false, control 
transfers to the next sequential statement. 

Statement 30 of the example tests whether I is nega- 



tive; if it is, the program asks for new values by jump- 
ing back to statement 10. 

The FOR and NEXT Statements: Often in a program it 
is necessary to loop through a group of statements sev- 
eral times to perform a calculation or a printout. The 
FOR statement does this with a minimum of program- 
ming effort. Upon entry to the FOR loop in statement 
40 of the example, the variable J is set to the value I. 
Statement 50 is executed, and then the NEXT J state- 
ment at 60 directs control back to the beginning of the 
loop at statement 40. J is now incremented by 1 and a 
check is made to see if J is greater than F; if it is, con- 
trol is transferred to the statement following 60; if it is 
not, the loop is executed again. The cycle repeats until 
J becomes greater than F. The general form of the two 
statements is: 
FOR <variableS = ^expressions TO ^expressions 

STEP <CexpressionS 
NEXT ^variables. 

The values of the expressions for the initial and final 
values are computed once upon entry into the loop, as 
is the step size. If the step size is omitted, as it was in 
the example, it is assumed to be one. 

Fig. 4 shows the results of running our third example 
program. 

Matrix Operations 

BASIC has the very powerful feature of having built-in 
functions to manipulate matrices. A matrix is defined in 
a BASIC program with a DIM statement. Thus, the 
statement 

10 DIM AC3, 33. BC 10. 10 J 

tells the BASIC System to allocate storage for a 3-by-3 
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matrix called A and a 10-by-10 matrix called B. The 
name of a matrix is always a single letter. Particular ele- 
ments of a matrix may now be referenced by calling out 
the desired row and column of that element. For exam- 
ple, 20 let At 2.1 ] = assigns the value to the element 
of matrix A in the second row, first column. 

The matrix functions defined in BASIC are listed in 
the table at right. 

To demonstrate some of these statements, we will solve 
the following system of simultaneous equations. 
The equations: 

X t —2X S — 2X 3 — — 15 
X, +Z 2 + X S = 117 
X, +X, — 6X S = 40 



The program: 


10 


DIM AC3, 3],BC3, 3],CC3, 1 l.X[ 3, 


20 


MAT READ A 


30 


DATA 1.-2,-2 


40 


DATA 1,1,1 


50 


DATA 1,1,-6 


60 


MAT READ C 


70 


DATA - 1 5, 1 17, 40 


80 


MAT B=INV(A> 


90 


MAT X=B*C 


100 


MAT PRINT X 


1 10 


END 



Fig. 5 shows the results of running this program. 

Miscellaneous Statements 

The REM Statement: The REM statement is used to in- 
sert comments into programs, for explanation and future 



MAT READ A 


Read numbers into matrix A row 




by row from a DATA statement 


MAT A- ZER 


Fill A with zeros 


MAT A = CON 


Fill A with ones 


MAT A =IDN 


Set up A as an identity matrix 


MAT PRINT A 


Print A, row by row 


MAT B — A 


Set B equal to A 


MAT C = A + B 


Add matrices A and B 


MAT C = A - B 


Subtract matrix B from matrix A 


MAT C = A-B 


Multiply matrix B times matrix A 


MATC-TRN{A) 


Transpose matrix A 


MATC = INV(A) 


Invert matrix A 


MATC = (K),A 


Multiply matrix A by K, where 




K is any expression 



documentation. For example: 



10 LET Z=3 

20 REM THIS IS A REMARK 

30 PRINT Z 



The DEF Statement: The DEF statement is used to de- 
fine functions in a program. The name of a function must 
be three letters, the first two of which must be FN. Thus, 
functions may be named FNA, FNB, etc. For example, 
if we want to do a cube root calculation several times in 
a program we could say: 

10 DEF FNA(X) = Xt( 1/3) 



10 FOR 1=1 TO 10 

20 PRINT RNDC0)J 

30 NEXT I 

40 END 



RUN 

1 .52602E-05 

.522248 
READY 



.500092 
.577867 



.500412 
.266971 



1.64799E-03 6. 
.901025 .503415 



17992E-03 



20 PRINT INTC25*RND(0) )+l J 



RUN 

1 13 
READV 



13 



1 4 



15 



23 



13 



J 



Fig. 6. The RND function generates pseudo-random numbers or integers. 



Later in the program this function could be called by 
writing: 

450 LET Z = FNA(3.7)+SQR(Y) 



575 LET Tl 



FNACI t2> 



The RND Function: The RND function will automati- 
cally generate random numbers in the range from to 1 . 
The form of this function requires an argument, although 
the argument has no significance. Thus, the program 

10 FOR 1=1 TO 10 

20 PRINT RNDC0); 

30 NEXT I 

40 END 

will print the first 10 random numbers. Running the pro- 
gram twice will produce the same set of numbers; this 
is useful for debugging purposes. 

As a further example, if we need ten random integers 
ranging from 1 to 25 we could change line 20 to: 

20 PRINT INTC25*RNDC0))+1 J 

Notice that we have ended the last two PRINT state- 
ments with semicolons (;). This changes the format of 
the printout. Had the semicolon been omitted, each ran- 
dom number would be printed on a separate line, where- 
as now the numbers will be printed several to a line, as 
shown in Fig. 6. 

The GOSUB and RETURN Statements: The GOSUB 
and RETURN statements allow a part of a program that 
must be executed at several points in the overall program 
to be executed as a subroutine, so it doesn't have to be 
typed in several times. For example, suppose that the 
teletypewriter must be spaced three lines at three different 
points in a program. This can be done as follows: 



100 



GOSUB 900 



320 GOSUB 900 



540 GOSUB 900 



900 PRINT 

901 PRINT 

902 PRINT 

903 RETURN 
1000 END 



Each time the RETURN is executed, control is trans- 
ferred to the statement following the GOSUB which last 
called the PRINT routine. 

Control Commands 

There are several commands that may be given to the 
computer by typing the command at the start of a new 
line (no line number) and following the command with 
a CARRIAGE RETURN. 

STOP. Stops all operations at once, even when the tele- 
typewriter is typing. When the system is ready to accept 
further input, it types READY. 

RUN. Begins the computation of a program. 

SCRATCH. Destroys the problem currently being 
worked on; it gives the user a 'clean sheet' to work on. 
When the system is ready to accept a new program, it 
types READY. 

LIST. Causes an up-to-date listing of the program to be 
typed out. 

LIST XXXX. Causes an up-to-date listing of the pro- 
gram to be typed out beginning at line number XXXX 
and continuing to the end. 

That's All There Is To It 

Programs written according to the rules given in this 
article will run on any system using the BASIC lan- 
guage. However, individual systems may have additional 
features (statement types, etc.) that will further simplify 
programming or perform special functions. This is true 
of the Hewlett-Packard version of BASIC. The next arti- 
cle explains why and how HP BASIC differs from basic 
BASIC. S 
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BASIC at Hewlett-Packard 

Previously available only on large time-sharing systems, 
BASIC has been adapted by Hewlett-Packard programmers 
for HP computers and instrumentation systems. 

By Richard M. Moley 



Hewlett-Packard engineers have long been enthusi- 
astic users of computers as engineering design aids. Be- 
fore time-sharing services became available, considerable 
use was made of the ALGOL and FORTRAN computer 
languages on computers operated as batch processors. 
The advent of time-sharing systems and the development 
of simpler conversational languages, of which BASIC is 
an excellent example, provided a great stimulus to the 
further use of computers. The growth in the use by HP 
engineers of commercially available time-sharing serv- 
ices, and particularly the use of the BASIC language, was 
phenomenal. 

A related development at Hewlett-Packard was that of 
a family of 1 6-bit general-purpose computers particularly 
suited for the scientific and 
instrumentation fields (Fig. 
I). 1 Not long after the an- 
nouncement of the first of 
these computers, serious 
consideration was given to 
the development of a BASIC 
compiler to run on this fam- 
ily of machines to satisfy the 
following objectives: 

■ To provide a conversa- 
tional compiler to supple- 
ment the FORTRAN and 
ALGOL compilers de- 
veloped for the family. 

■ To provide a powerful, 
flexible, and convenient 
method of controlling 
complex computer instru- 
mentation systems. 

1 K. B. Magleby, 'A Computer for Instru- 
mentation Systems,' Hewlett-Packard Jour- 
nal, March 1967. This article describes the 
HP 2116A Computer; the 2115A, 2114A, and 
2116B Computers were developed later. 



The word 'compiler' may be new to some readers. A 
compiler is a language-processing computer program 
which translates high-level language statements (ALGOL, 
FORTRAN, BASIC, or whatever) into a form which 
the computer can 'understand' and execute directly. This 
process is analogous to translating a text from a foreign 
language into English so that a person who knows only 
English can read and understand it. 

HP BASIC 

A project was undertaken in May 1967 to develop a 
single-terminal BASIC compiler to run on any HP com- 
puter having at least an 8K core memory and an ASR-33 
teletypewriter. The design criteria called for the compiler 




Fig. 1 . HP BASIC is a version of the BASIC language which has special commands 
for controlling instruments and for making better use of limited memory space. It 
can be used on any HP computer which has an 8K memory. Shown here is the 
HP 2114A Computer. 




Fig. 2. The thin-film amplifier in the foreground is about 
to have its s-parameters measured automatically by the 
HP 8541A Automatic Network Analyzer, a computer- 
controlled system programmed in BASIC or FORTRAN. 
Programs for performing many tests are supplied with 
the system. Special tests are programmed by the user. 



to occupy less than 6K of the core, leaving at least 2K for 
the user, and for the language to be compatible with com- 
monly available time-sharing implementations of BASIC, 
so that programs developed on one system could be run 
on another. 

To make the language useful in the instrumentation 
environment, it was necessary to expand it. Two state- 
ments were added to those described in the preceding 
article. 

The WAIT statement: This statement extends BASIC 
to allow the introduction of delays into a program. Ex- 
ecution of 

WAIT (<formula>) 
causes the program to wait for the number of millisec- 
onds specified by the value of the formula. 

The CALT statement: This statement extends BASIC 
to allow the transfer of parameters to and from instru- 
ment-control subroutines. Such subroutines can be added 
to BASIC to create a specialized BASIC which has all the 
features of the standard BASIC, along with the capability 
to control instruments. Subroutines which have been ap- 
pended to BASIC can be accessed through a statement of 
the form: 

CALL (<.subroutine number> , <parameter list>) 
The subroutine number is a positive integer specifying the 
desired subroutine. The parameter list contains a number 
of parameters appropriate to the subroutine being called. 



An Instrumentation-System Example 

An example may help to clarify the use of the CALL 
and WAIT statements. Let us suppose we have an instru- 
mentation system consisting of a programmable voltage 
source and a digital voltmeter (DVM). With these we 
wish to test the gain of a slowly settling amplifier. We 
connect the amplifier's input to the voltage source and its 
output to the DVM. The voltage source is controlled by 
the computer program by means of subroutine number 1 , 
which has two parameters, voltage and current limit. The 
DVM is controlled by means of subroutine number 2, 
which has three parameters, the function and range set- 
tings for the DVM, and the voltage measured by the 
DVM. The test might proceed as follows: 

10 INPUT V» I ,R,F»G» T 

20 CALL < 1» V. I > 

30 WAI T <■ T) 

AQ CALL <2jR»F>Y> 

50 IF Y=V*G THEN 90 

60 PRINT "GAIN CHECK FAILED "J 

70 PRINT "INPUT="VJ"OUTPUT="Y 

80 GOTO 10 

90 PRINT "GAIN CHECK PASSED" 

100 GOTO 10 

1 10 END 

Statement 1 requests input values for the voltage (V) 
and current limit (I) for the voltage source, the range (R) 
and function (F) settings for the DVM, the specified gain 
(G) and the settling time (T) of the amplifier. 
Statement 20 sets up the voltage source. 
Statement 30 allows time for the amplifier to settle. 
Statement 40 causes the DVM to read the voltage on the 
output of the amplifier and return its value as variable Y. 

Statement 50 checks whether the amplifier output is 
equal to its input times the specified gain. If it is, state- 
ment 90 is executed and the message 'Gain Check Passed' 
is printed. Statement 100 then returns control to state- 
ment 10, and the system awaits the next input values. If 
the amplifier output is not equal to the input times the 
specified gain, statements 60 and 70 are executed; the 
message 'Gain Check Failed Input = XX Output = XX' 
is printed, with the actual values of V and Y inserted in 
the XX positions. Statement 80 then returns control to 
statement 10. 

This program is greatly simplified, of course. It is in- 
tended only as an illustration of the use of the CALL and 
WAIT statements. In an actual system there would prob- 
ably be a switching matrix, controlled by another sub- 
routine, which would make it possible to apply the 
voltage source and the DVM to any point in the test fix- 
ture. The program would also be modified to accept am- 
plifier outputs within a specified tolerance of the ideal. 
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AND, OR, and NOT 

The requirement for an error tolerance is common in 
instrumentation systems. Tests for combinations of con- 
ditions are also common. These can be accomplished in 
BASIC by a series of IF statements. However, to make 
it simpler to program tolerances and combined tests, the 
logical operations AND, OR, and NOT were added to 
the HP version of BASIC. These operators have the same 
meaning as they do in a Boolean expression. Going back 
to our example program, a tolerance band of 10% around 
the ideal output could be introduced by changing state- 
ment 50 to read 

50 IF < Y<C 1 . 1*V*G) ) AND (YX.9*V*G>> THEN 80 

so that the amplifier gain will be considered acceptable if 
0.9VG< Y< 1.1VG. 

Interprogram Transfers 

In BASIC each program, including its subroutines and 
data, is treated as a complete entity. It is not possible to 
split a program into separate segments, each of which 



first processes the data partially and then passes the par- 
tially processed data on to another segment. This can be 
a crippling restriction on a system which has limited 
memory available for the user's program (for example, an 
HP 8K system, which has 2K available for the user). To 
overcome this restriction, another statement was added 
to HP BASIC. 

The COM Statement : The COM statement makes it pos- 
sible for one program to store information in memory for 
retrieval by a subsequent program. The form of the state- 
ment is the same as that of the DIM statement described 
in the preceding article. Thus the common-area informa- 
tion is accessible only as a matrix. If the COM statement 
is present in a program, it must be the first entered and 
the lowest numbered statement of the program. 

Using the COM statement, it is possible to run a pro- 
gram which, although too large to fit into 2K of memory 
when written as a complete program, is of such a nature 
that it can be split into separate segments which commu- 
nicate through the COM statement. Such a problem 
might be encountered in an instrumentation system. The 



r 


FORTRAN 






BASIC 




PROGRAM EXAMP 




1 COM D[ 10],C[53,3] 




COMMON D(10),CAL(3,125) 




10 


PRINT "CONN DEVICE", 


10 


WRITE (2,11) 




20 


CALL (7,A1) 


11 


FORMAT (//"CONN DEVICE*-") 




30 


PRINT "FREQ","VSWR" 




NDMY : NYESKNDMY)) 




40 


PRINT 




WRITE (2,12) 




50 


LET M=l 


12 


FORMAT (//" FREQ",5X,"VSWR"//) 


^--60 


GOSUB 9800 


20 


M : 1 

CALL CALF3(2,M,F) 


Find the ^' 

Mth Frequency 


70 
^80 


IF F<0 THEN 10 
GOSUB 9900 




IF (F) 10,30 


Find .. 


■^ 90 


CALL (16,R,V1,A) 


30 


CALL CORM1(50,M,X,Y)^- 


Complex /^ 
Reflection 


W00 


LET V2=(1+V1)/(1-V1) 




Tl = SQRT(X*X+Y*Y) 


Coefficient 


/ 110 


PRINT F,V2 




VSWR : (1.0+T1)/(1.0-T1)--^ 


— Convert s' 


• 120 


LET MrM+1 




WRITE (2,31) F.VSWR 


"— to ' 


/ 130 


GOTO 50 


31 


FORMAT ( FS.l, F10.3 ) 


VSWR 








M = M + 1 — _________^ 

GO TO 20 
END 


Print and / 
Go to Nexr 


9800 


REM: FIND F GIVEN M 




Frequency 


9810 


IF M<1 THEN 9350 








9820 


IF M>Dt 3J THEN 9850 








9830 


LET F=D[ 1 ]+M*Dt2] 








9840 


RETURN 








9850 


LET F = -l 








9860 


RETURN 








9900 


REM: FIND CORR REFL AT FREQ F 








9918 


CALL (6,F,X,Y) 








9920 


CALL (14,R,X,Y) 








9930 


CALL (11,R,C[M,1 ],R) 








9940 


CALL (12, R ,C[M,3] ,T1 ) 








9950 


CALL (10,C[M,2],T1,T1) 








9960 


CALL (13,R,T1,R) 








9970 


RETURN 


v^ 






9999 


END 













Fig. 3. FORTRAN and HP BASIC listings of the same program. This program directs the 
HP 8541 A Automatic Network Analyzer to measure and list the corrected VSWR of the 

device being tested. 
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first program segment might acquire data and convert the 
data to engineering units while a second segment analyzes 
the converted data. 

To use the COM statement, a program must be or- 
ganized into separate segments, each of which starts with 
a similar COM statement. The first such program seg- 
ment is entered into the computer and executed. Upon 
completion, this program segment will have stored the 
variables of interest in the common area. Subsequent pro- 
gram segments can then be entered into the computer, 
each one retrieving information left in the common area 
by a previous segment. A two-segment problem requiring 
one hundred common variables might be organized as 
follows: 
Segment Number 1 Segment Number 2 



10 COM AC 100 3 



10 COM AC 100 J 



100 LET ACI3=Xt2+Yt2 300 MAT PKINT A 

500 END 400 END 



Ignored or Deleted Lines 

A powerful feature of BASIC is that it is conversa- 
tional; it is always listening to the teletypewriter and will 
interpret anything typed in as either a system command 
or a program statement. If it is neither of these a diagnos- 
tic message is printed. This can be annoying if the pro- 
grammer merely wants to type something on the sheet for 
his own information but not for the computer's. For ex- 
ample, the programmer might want to type his name, the 
date, or the serial number of a device under test. To make 
this possible, a further extension was made to the normal 
operating characteristics of BASIC. HP BASIC will 
ignore any message terminated by pressing the ESC or 
ALT key on the teletypewriter. When this key is pressed 
BASIC responds with a 'V, CARRIAGE RETURN, 
LINE FEED to indicate that the line has been ignored. 
This feature is also useful for suppressing an erroneous 
program statement when the programmer realizes an 
error has been made and wants to avoid the diagnostic 
message. 

An Interpretive Compiler 

When the development of HP BASIC started, the only 
conversational BASIC systems were those provided by 
the commercial time-sharing systems. These generally 
use very large computers, with large fast-access core 



memories, large bulk memories in the form of disc or 
drum, and sophisticated instruction repertoires and mem- 
ory-protection schemes. Such systems typically store the 
program statements on a disc as they are entered. Then, 
when the complete program has been entered and the 
RUN command given, they compile the program into a 
machine-executable form. If any errors are detected in 
the form of the statements (syntax errors) during the com- 
pilation process, the compilation is terminated and an 
error diagnostic is printed on the teletypewriter. The user 
must then correct the errors and attempt to run again. 

In these large systems there are two versions of the 
user's program: one is the original, stored on the disc, and 
the other is the translation, which is executed in the com- 
puter's main core memory. The original must be retained 
for editing and listing purposes. 

To keep a logical error in a user's program from de- 
stroying the BASIC system during a program's execution, 
the large computer's memory-protection scheme auto- 
matically terminates the user's program should it try to 
destroy the system. 

On a small computer with restricted core memory size 
and no bulk memory (remember that the design criteria 
called for the HP system to occupy no more than 6K on 
an 8K computer), it is not possible to store both the orig- 




Fig. 4. The HP 9500A is a computer-controlled system 
designed to test a variety of electronic components, 
modules, and assemblies, over a frequency range of 
dc-500 MHz. It provides stimuli, measures responses, 
processes data, and records results, all automatically. It 
is programmed in HP BASIC. 
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inal and translated versions of the user's program. There- 
fore, for HP BASIC, an interpretive technique was 
adopted. The computer stores only the original copy of 
the program (or a version very close to it), and executes 
one statement at a time by calling subroutines which 
perform the operations requested by the statements. This 
process is analogous to that of a foreign-language inter- 
preter who translates sentence-by-sentence for an Eng- 
lish-speaking person. This technique is slower than the 
conventional technique, but for many problems it is not 
markedly so. Another advantage of the interpretive tech- 
nique is that the interpreter can preserve the integrity of 
the system by making sure before performing each opera- 
tion that the operation will not destroy the system. This 
eliminates the need for a hardware memory-protection 
feature. 

Deleting Spaces Saves Space 

To make its use of core memory more efficient, the 
HP BASIC system deletes the spaces from incoming 
statements and converts the condensed statements into a 
compact form, shorter than the original and convenient 
for interpretation. When the programmer calls for a list- 
ing of his program, the original program is reconstructed 
from the compact form and made readable by the inser- 
tion of spaces at appropriate places. 

The HP system was made more convenient for the user 
by having it check each statement for syntax errors as it 
is entered, instead of waiting for the entire program to be 
entered, as do many large-scale systems. Errors are diag- 
nosed as soon as a statement is entered, so the user can 
correct them immediately. 

To take advantage of the high-speed photoreaders and 
tape punches which exist in many small computer in- 
stallations, special commands were included in HP 
BASIC to enable a program to be read in via a photo- 
reader or to be listed on a high-speed tape punch. Using 
tape, large programs can be entered and punched at 
speeds up to 30 times that of the teletypewriter. 

Uses of HP BASIC 

The single-terminal HP BASIC system has been avail- 
able since March 1968 and is being used extensively both 
within HP and by purchasers of our computers. It pro- 
vides an attractive alternative to the use of a time-shared 
terminal for those who have access to a computer which 
is not entirely dedicated to another function. It is being 
used within HP in the control of experiments, in the in- 
coming inspection of parts, and in the testing of instru- 
ments. The HP 8541 A Computerized Network Analyzer 
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(Fig. 2 and 3) is programmed in BASIC, as are several 
HP automatic test systems (Fig. 4). 

One of the most exciting outgrowths of the BASIC 
project has been its extension into a special-purpose time- 
sharing system which services up to sixteen active users. 2 
This system has an executive control program, a commu- 
nication control program, and program library capabili- 
ties. Its version of BASIC doesn't have CALL and WAIT 
statements because there are no instruments to be con- 
trolled, and it doesn't have the COM statement because 
there is much more memory available for the user; how- 
ever, it has other features, not found in standard BASIC, 
that are particularly useful for scientific computation. 

Acknowledgments 

The fine efforts of the people who worked on the de- 
velopment of HP BASIC ensured a smooth running proj- 
ect, completed very close to schedule, and produced a 
system remarkably free of 'bugs! I would like to express 
my appreciation for the enthusiastic participation of 
Thomas G. Ellestad, who implemented the system com- 
mands and device drivers, Lewis Leith, who implemented 
the matrix statements, and Gerould Smith, who contrib- 
uted greatly to all phases of the development. Both 
Gerould and Lewis are currently working on the develop- 
ment of the special-purpose time-sharing system. m 



' T. C. Poutter, Jr., 
Journal, July 1968. 



'A Practical Time-Shared Computer System,' Hewlett-Packard 



13 



How to Correct for Errors 

in High-Frequency 

Oscilloscope Measurements 

Knowing the parameters of various input configurations, it is 
possible to plot curves to determine error with frequency. 

By Wayne A. Kohl 



Characteristics of displays on oscilloscopes are 
related to source impedance, oscilloscope input imped- 
ance and system bandwidth. Limited bandwidth of the 
measurement system results in a reduction of amplitude 
of high-frequency signals. Also, the input capacitance of 
the oscilloscope and the source resistance of the circuit 
under test form an RC low-pass filter, Fig. 1(a). A fre- 
quency-dependent load on the circuit under test affects 
the circuit performance and introduces an error which 
increases with frequency. These affect both pulse and CW 
measurements. 

CW measurement errors introduced may be repre- 
sented by a term called 'transfer ratio' where unity trans- 
fer ratio (infinite input impedance and bandwidth) results 
in no error. Transfer ratio of the scope input is defined as: 



TR 



Vu 

V„ 



1 



(1) 



Vi + (2^fR 9 c in y- 

where V-,,, is the voltage at the input terminals of the oscil- 
loscope, V ,j is the source voltage, / is frequency, R g is the 
resistance of the source and C in is the input capacitance of 
the oscilloscope system. 7?,„ is assumed to be large and 
does not affect the calculation. 

Since all oscilloscopes and CRT systems have finite 
input impedance, the transfer ratio is always less than 1. 
How much less depends upon the magnitude of the im- 
pedance and frequency. Transfer ratio versus frequency 
may be plotted, to determine the error resulting from 
various source and input impedance combinations. 

Fig. 2 is the transfer ratio plot for the scope input of 
Fig. 1(a) with typical values. Fig. 1(b) is a scope input 




Fig. 1. Typical oscilloscope input (a) is a low pass filter whose characteristics depend 
upon source resistance and input capacitance. Addition of a probe (b) enables input 
capacitance to be reduced and source resistance to be increased thus improving high- 
frequency performance of the typical input. 
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Fig. 2. Curves of transfer ratio 
for a typical oscilloscope with 1 
meg input impedance and 25 
pF input capacitance compared 
to a 10 meg, 10 pF passive 
probe input. With the probe, 
sensitivity is decreased by a 
factor of 10, but measurement 
error is substantially reduced at 
high frequencies. 




with a passive probe attached. These curves of transfer 
ratio versus frequency indicate less error when a high 
impedance probe is used, but sensitivity is reduced by a 
factor of 10. 

Transfer ratio curves may be used to correct inaccura- 
cies at high frequencies for various source impedances. 
For example, a measurement taken with a 1 megohm, 25 
pF probe at 10 MHz from a 10 kilohm source impedance 
would read only 6.3% of the actual unloaded circuit 
voltage. 

Resistive Dividers 

The passive probe used with a typical scope input, 
Fig. 1(b), requires that C in be compensated by C,,. If the 
resistance R, n is low and the effect due to C in can be 
neglected, a simple resistive divider may be used as a 
probe. 

DC Case. Fig. 3 shows the equivalent circuit of a resis- 
tive divider from which this expression for the dc division 
may be derived: 



V in 



Ri 



Rin + Rd + R,j 



(2) 



Division is dependent upon source resistance and is 
correct for only one source resistance. Error may be in- 
troduced at other source resistances, but this variation 
provides a method for determining R,, in situations where 
it might otherwise be difficult to measure. 

Division from divider tip to scope input is unaffected 
by source resistance, but the voltage at the probe tip is 
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Fig. 3. Division ratio in a typical resistive divider probe is 
determined by fl d , R g and fl in . 
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Fig. 4. Plots for a resistive divider probe with 0.7 pF input capacitance operating 
into a 50 ohm termination. Source impedances are 50 ohms (a) and 1k ohms (b). 



dependent on source resistance. From the expression for 
dc division (Eq. 2) with two measurements using different 
dividers, it is possible to calculate source resistance R g . 
After the source resistance is determined, it is then pos- 
sible to calculate open circuit or unloaded source voltage 
V, by: 



Rn 



V = 



Vjn (Rin -f- Rd H~ Rg) 

Rin 



(3) 



This dc example of the technique can be extended to 
pulse or CW work in determining impedance at a specific 
frequency or as an aid in identifying complex quantities. 
High -Frequency Case. Fig. 4 shows plots for various 
divider probes with 0.7 pF tip capacitance operating into 
a 50 ohm resistive termination. The transfer ratio is more 
constant than the example of Fig. 2, indicating less error 
variation with frequency. 

Active Probes 

Active probes have lower input capacitance without 
sacrificing sensitivity, but at reduced dynamic range. 
Transfer ratio of an active probe on a scope input, Fig. 5, 
is given by: 



TR 



* in 



R„ -4- R„ 



I + < 2 ''«^«= 



(4) 



The plot of transfer ratio, Fig. 6, shows an improvement 
in accuracy over the passive probe plot of Fig. 2. 

Pulse Measurement Problems 

Although this discussion has been primarily concerned 
with CW measurements, pulse measurements likewise 
are affected by transfer ratios. Attenuation of high fre- 
quency components of a pulse are generally interpreted 
as a loss of rise time. Thus, the maximum rise time asso- 
ciated with a circuit with bandwidth limited by R and C 
is expressed as t r = 2.2 RC. Each of the examples dis- 
cussed here has a rise-time limit resulting from the gen- 
erator source resistance and circuit input capacitance and 
requires the user to determine rise time by: 

t r = V(trY + (tr) 2 (5) 

input gen ' *" ' 
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Fig. 5. Equivalent circuit of a typical active probe. 



Fig. 6. Transfer ratio plots of an active probe with an 
input impedance of 100 k ohms and 3.5 pF input ca- 
pacitance. 
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SPECIFICATIONS 

HP Model 1802A 
Dual Channel 100 MHz 

MODES OF OPERATION 

Channel A alone; Channel B alone; Channels A and B 
displayed alternately on successive sweeps (ALT); Chan- 
nels A and B displayed by switching between channels 
at approx. 400 kHz rate (CHOP), with blanking during 
switching; Channel A plus Channel B (algebraic addi- 
tion). Vertical output allows cascading of channels. 
EACH CHANNEL 
BANDWIDTH; 

DIRECT; DC to greater than 100 MHz (3 dB down from 
8 div reference signal); with channels cascaded, dc 
to greater than 75 MHz. 
WITH MODEL 1123A ACTIVE PROBE: Same as Direct for 

source resistances from to 150 ohms. 
WITH MODEL 10020A RESISTIVE DIVIDER PROBES: 
Same as Direct for source resistances from to 750 
ohms. 
RISETIME 

Less than 3.5 ns (10% to 90% with 6 div input step); 
with channels cascaded, less than 4.5 ns. 
DEFLECTION FACTOR 

RANGES; From 0.01 V/div to 1 V/div (7 positions) in 1, 
2, 5 sequence. +3% accuracy with Vernier in calibrated 
position; calibration adjustment provided on front panel. 
Channels may be cascaded using vertical output to 
obtain 1, 2, or 5 mV/div. 



POLARITY 

+ UP or —UP, selectable; OFF position disconnects signal 
input from amplifier, terminates input signal in 50 ohms, 
and grounds amplifier input for reference. 

DYNAMIC RANGE 

6 divisions for signals to 100 MHz increasing to 8 div at 
50 MHz. 

DRIFT 

Less than ±1 div over environmental temperature range 
(except for cascaded operation). 

INPUT IMPEDANCE 

50 ohms ±2 ohms. 

MAXIMUM INPUT 

6 V rms. 
VSWR 

Less than 1.35:1 at 100 MHz on 0.01 V/div; less than 1.1:1 

at 100 MHz on all other deflection factors. 
REFLECTION COEFFICIENT 

Less than 15% at 100 MHz on 0.01 V/div; less than 5% 
at 100 MHz on all other deflection factors. 
PROBE POWER 

Provides power to operate Model 1123A Active Probes 
(one each channel). 

A + B OPERATION 

AMPLIFIER 

Bandwidth and deflection factor are unchanged; either 
channel may be inverted to give + A +B operation. 



DIFFERENTIAL INPUT (A - B) COMMON MODE 

Common mode rejection ratio greater than 40 dB for 
frequencies to 1 MHz, greater than 20 dB to 100 MHz; 
common mode signal, up to amplitude equivalent of 6 
div deflection. 

TRIGGERING 

MODE 

NORMAL, on the signal displayed as selected by DIS- 
PLAY switch; A, on Channel A signal; B, on Channel B 
signal. 

VERTICAL SIGNAL OUTPUT 

AMPLITUDE 

100 mV/div of displayed signal into 50-ohm load, adjust- 
able with front panel control; usable amplitude, 600 
mV pk-pk. 
BANDWIDTH 

DC to greater than 100 MHz. 
RISETIME 

Less than 3.5 ns. 
GENERAL 

ACCESSORIES FURNISHED 

Calibrator adapter (HP Part No. 01802-63201). 
PRICE 

Model 1802A: $1,200.00. 

MANUFACTURING DIVISION: 

COLORADO SPRINGS DIVISION 
1900 Garden of the Gods Road 
Colorado Springs. Colorado 80907 



Extending Precision Oscilloscope 
Measurements into the High Frequencies 



Growing requirements for more accurate high-frequency 
measurements and real time display of fast rise time 
phenomena demand very sophisticated oscilloscope sys- 
tems. 

The new HP Model 1802A Dual Channel Vertical 
Amplifier, Fig. 1, extends the usefulness of the HP Model 
180A Oscilloscope System Il] M to 100 MHz. Pulse rise 
time of the 1802A is less than 3.5 ns. The plug-in has the 
standard capability of displaying either or both inputs, or 
the algebraic sum of the inputs plus the capability to cas- 
cade channels for increased display sensitivity. Horizontal 
sweep may be triggered by either or both signals. 

Sync Amplifier 

A significant difference between conventional sync am- 
plifiers and the 1802A sync amplifiers is the latter's 
ability to trigger from a signal other than that being dis- 
played by using one channel for triggering and the other 
for display. This uses the extra gain of the amplifier to 
give better sensitivity than conventional external trigger- 
ing. 

Flexibility in triggering is enhanced by the ability to 
choose these modes with a front panel switch rather than 
changing connections. This is possible because the sync 
amplifiers are connected in parallel with the vertical am- 
plifiers at their inputs, Fig. 2. 

For the same reason it is possible to use either sync 
channel as a wideband (100 MHz) X10 amplifier. The 
amplified front-panel output may be used to synchronize 
or drive other equipment, or may be fed back into the 
other channel for increased display sensitivity up to 75 



MHz. A separate front panel attenuator is provided to 
calibrate the front panel output. 

Input Circuit 

Both the -n-type fixed attenuators and the Bridged-T 
variable attenuators have been carefully designed to 
maintain a constant 50 ohm impedance when properly 




Fig. 1. The new HP Model 1802A Dual Channel Vertical 
Amplifier plug-in extends the range of the Model 180 
Oscilloscope System to 100 MHz. 
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Fig. 2. In the Model 1802A, switching is arranged to provide maximum flexibility in use. 

The separate front-panel attenuator allows adjusting the front panel output amplitude, 

either for external use or for calibrating the 1802A for cascade operation. 



terminated, and to provide a uniform attenuation over the 
wide frequency range. Mechanical design and careful 
location of components of the input system has resulted 
in the elimination of capacitive effects as a major source 
of error. 

In the article on page 1 4, the effects of capacitance on 
CW measurement errors and pulse rise-time degradation 
are discussed. Loading due to large values of capacitance 
with the 1 802A 50 O input may be neglected. 

The 1802A input system has been designed to min- 
imize reflections in a 50 Q transmission system and elim- 
inate disturbance to a system under test. Switches are 
mechanically and electrically symmetrical to provide con- 
stant terminating impedance for both sides of the input 
amplifier and the circuit under test. 

For other than 50 Q impedance levels, use of probes 
such as the Model 11 23 A or the new Model 10020A 
Miniature Resistive Dividers will provide a wide range of 
input impedances which can be selected to suit individual 
requirements. 

DC Drift 

Constant impedance at the amplifier inputs eliminates 
dc shifts with polarity switching, because any currents at 
the amplifier inputs develop equal voltages regardless of 
polarity. Leakage currents back into the low impedance 
termination result in very low offset voltages and low dc 
drift. Thus, there is no necessity for channel balance or 



attenuator balance adjustments. The only balance control 
needed maintains the volt dc reference level centered on 
the CRT in the A +B mode. 

Low dc drift is an advantage when measuring low- 
repetition rate, high-frequency signals with the variable 
persistence Model 181 A Oscilloscope.' 21 Visible displays 
are built up by integrating from trace to trace. Good sta- 
bility assures that subsequent traces will be precisely 
superimposed over previous traces. 

Good dc stability also enables setting up a system in 
advance of a one-shot transient and being certain that the 
display will appear positioned as preset. The sync ampli- 
fier front panel output can provide a triggering signal to 
other equipment. 
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Voltage Probe for 
High-Frequency Measurements 



By Eddie A. Evel 



When measuring high-frequency signals, accuracy 
can be adversely affected by circuit loading caused by the 
measuring instrument. Since loading may change the 
characteristics of the circuit under test or the waveform of 
the signal, it is often necessary to use a high-impedance, 
low-capacitance input device. The new HP Model 
11 23 A Voltage Probe, Fig. 1, is a wide-bandwidth, ac- 
tive probe designed for making accurate high-frequency 
measurements. 

Low Input Capacitance 

Using active circuitry in the probe tip, Fig. 2, the probe 
input capacitance is approximately 3.5 pE Because of the 
low capacitance, it has a high input impedance at high 
frequencies. Thus it allows accurate measurement of high 
frequency signals having a high source impedance. 

50 Q Output Impedance 

Output impedance of the probe is 50 ohms, making it 
useful for driving a variety of instruments. A matched 
output impedance is necessary to maintain good pulse 
fidelity over a variety of load conditions. If the probe is 
used to drive a pulse into improperly terminated 50 Q 
coax, the reflection will be absorbed by the probe and not 
reflected again. Therefore the reflection will not appear at 



the coax output. With the 50 ohm output impedance, 
long lengths of cable may be used to connect the probe to 
the instrument as a remote signal input, while still pre- 
serving good signal fidelity. 

DC Output Level Control 

An external screwdriver adjustment adjusts dc offset 
at the probe output over a ±0.5 volt range. The output 
dc level may be adjusted to —0.5 volts for example, in 
which case the dynamic range at the probe input is shifted 
to to -+- 1 volt. Thus by setting the offset control to the 
appropriate level, a to +1 volt or to — 1 volt signal 
can be observed with the probe even though the dynamic 
range is restricted to ±0.5 volts at the probe output. 

DC Stabilization Circuit 

By utilizing a unique dc stabilization circuit, the dc 
vs. temperature drift common in most active probes is 
almost eliminated. In addition the circuit requires no ad- 
justment to optimize temperature drift performance. 

The stabilization circuit (Fig. 3) consists of amplifiers 
1 and 2 connected such that the input signal being fed 
through Rl is compared to the output signal being fed 
back through R4. If the input voltage is different than the 
output voltage, amplifier 2 generates a correction signal 
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Fig. 1. Various tips (left) may be used with the HP Model 11 23 A Voltage Probe to increase 

dynamic range or ac couple the probe. The spring mounting of the amplifier assembly 

reduces the possibility of connector damage. Fig. 2. By mounting a FET in the probe tip 

and using miniature components, the input capacitance is kept low. 
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SPECIFICATIONS 

HP Model 1123A 
Active Probe 


INPUT IMPEDANCE 

100 k ohms shunted by approximately 3.5 pF. 
OUTPUT IMPEDANCE 
50 Ohms. 


10020A MINIATURE RESISTIVE DIVIDERS 

Division Input R* Input C Max. Vf Division 
Ratio (ohms) (pF) (rms) Accuracy 


BANDWIDTH 

DC to greater than 220 MHz {3 dB down). 


MAXIMUM INPUT 

±50 V (dc + peak ac). 
POWER 


5:1 
10:1 

20:1 


250 
500 

1000 


0.7 
0.7 
0.7 


9 
12 
15 


+ 3% 
±3% 
+ 3% 


Less than 1-6 ns (10% to 90%), over full dynamic range. 


Supplied by various HP Instruments. HP Model 1122A 
Power Supply may be used to power up to four Model 


50:1 
100:1 


2500 
500" 1 


0.7 
0.7 


25 
35 


±3% 

+ 3% 


GAIN 

Adjustable to x 1 into 50-ohm load. 
DYNAMIC RANGE 


1123A Active Probes. 
ACCESSORIES FURNISHED 

MODEL 10214A 10:1 DIVIDER 


• When terminated in 50 ohms 
t Limited by power dissipation 


of resist 


ve element. 




AT OUTPUT: +0.5 V peak. 


MODEL 10215A 100:1 DIVIDER 


PRICE 










AT INPUT: +0.5 V peak around a reference voltage which 


MODEL 10217A BLOCKING CAPACITOR 


Model 10020A 


$100.00. 








can be offset with variable control from to +0.5 V do. 


MODEL 10228A BLOCKING CAPACITOR 








DRIFT 


MODEL 10229A HOOK TIP 






COLORADO SPRINGS DIVISION 


PROBE TIP ASSEMBLY: Less than 100 nM/'C. 


PRICE 






1900 Ga 


rden of the Gods Road 


AMPLIFIER ASSEMBLY: Less than 1 mV/°C. 


Model 1123A (including accessories), $325.00. 






Colorad 


3 Springs, Co 


orado 80907 



which is fed to amplifier 4. Therefore, dc temperature 
drift is determined by amplifiers 1 and 2 only. At high 
frequencies, R5 and CI cut off the output of amplifier 2 
and the input signal is amplified by 3 and 4 only. 

This circuit permits the probe to be designed with no 
active circuitry in the probe tip that will affect dc tem- 
perature drift. Further, amplifiers 3 and 4 can be opti- 
mized for high frequency performance without regard for 
dc drift performance. 

Mechanical Features 

The amplifier assembly is spring mounted, Fig. 1 , by 
its output BNC connector to keep it conveniently out of 
the way while providing stress relief for the BNC con- 
nector to which it is mounted. The probe tip pin is de- 
signed to be easily replaceable. 

Accessories 

Accessories which can be used with the 1 1 23 A Voltage 
Probe include a 10:1 Divider Tip and a 100:1 Divider 




Tip. These slip over the tip of the probe to increase 
dynamic range. Also included are two blocking capacitors 
to allow observation of signals which have a large dc 
component. A hook tip may be used which facilitates at- 
tachment of the probe to a circuit component. 
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Fig. 3. This dc stabilization circuit provides excellent dc 
vs. temperature drift performance. The system uses a 
feedback amplifier arrangement. 



1969 UTC Offset Announced 

The International Bureau of Time, Paris, has announced 
that the fractional frequency offset for Coordinated Uni- 
versal Time for 1969 will continue to be -300 parts in 
10 10 . This offset from the atomic time (and frequency) 
scale is annually selected so that Coordinated Universal 
Time (UTC) can approximate UT2, a time scale related 
to the rotation of the earth. 

For the past three years the offset has also been —300 
parts in 10'°. Before that it was -150 parts in 10 10 and, 
earlier still, -130 parts in 10'°. 
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